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. Mirror Tank glass view port covered

. Mirror Tank glass view port covered

. Exclusion Zone (EZ#1) in place and secure.

. Bremsstrahlung shielding (BS # 1) banded and secure.

. Exclusion Zone (EZ# 2) in place and secure.

. Exclusion Zone (EZ# 3) in place and secure.

. Exclusion Zone (EZ# 4) in place and secure. Check on U2 side of beamline.

. Bremsstrahlung shielding (BS # 2) banded and secure.
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. Refocusing Mirror Tank view port covered
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10. Refocusing mirror Tank view port covered.
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